
CHARGE DEVICE1

Device reaches full charge in 3 hours.

Device can be used while charging.

DOWNLOAD APP2

Use the device camera to scan the QR code or,

Search for 'Purpl Pro' on the Apple App Store or Google 
Play Store.

TURN ON / OFF3 REGISTER ACCOUNT4

Remember to save your email and password. They are 
used for device registration and Portal access.

While Charging:
LED blinks every 3 seconds

USB-C connector under cover

Press and hold for 
3 seconds to 
toggle power

Both LEDs flash Blue when powering on, 
Red when powering off

2.Enter

3.Enter

4.Click
1.Click

When ON:
LED flashes every 3 seconds

Press Power button once to check battery level.
 Green = charge > 50%

Orange = charge is  20% to  50%
Red = charge < 20%.
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REGISTER DEVICE5

Use the password from Step 4.  

CALIBRATE6

1. Remove Calibration Cover
2. Place glass down over Calibration Cartridge, fully
    press into place.
3. Tap Calibrate

MEASURE7

1. Fill Sample Holder completely to top with ground 
    flower
2. Compress / cover with Tamper
3. Tap Measure Now

RESULTS8

1. Enter Name and Note
2. Save to DB saves measurement in User Portal: 
    https://webservice.purplscientific.com/login
3. Your same username/password is used for access
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